Catheter-based radio-frequency ablation of cardiac tissue has achieved only modest efficacy, owing to the inaccurate identification of ablation targets by current electrical mapping techniques, which can lead to extensive lesions and to a prolonged, poorly tolerated procedure. Here, we show that personalized virtual-heart technology based on cardiac imaging and computational modelling can identify optimal infarct-related VT ablation targets in retrospective animal (five swine) and human studies (21 patients), as well as in a prospective feasibility study (five patients). We first assessed, using retrospective studies (one of which included a proportion of clinical images with artefacts), the capability of the technology to determine the minimum-size ablation targets for eradicating all VTs. In the prospective study, VT sites predicted by the technology were targeted directly, without relying on prior electrical mapping. The approach could improve infarct-related VT ablation guidance, where accurate identification of patient-specific optimal targets could be achieved on a personalized virtual heart before the clinical procedure.
V entricular tachycardia (VT), a life-threatening fast heart rhythm, occurs frequently in patients with myocardial infarction and can lead to sudden cardiac death. Catheterbased radio-frequency ablation, which delivers energy to destroy the ability of cardiac tissue to conduct electrical signals, offers the possibility of a permanent cure as it disrupts the propagation of abnormal electrical waves sustaining VT. However, eliminating infarct-related VT with ablation has achieved only modest success, at rates of around 50-88% 1,2 . This stems from limitations in current techniques for mapping the electrical functioning of the heart and identifying targets for ablation. These include limited spatial sampling during mapping, with resolution often insufficient to identify critical VT propagation pathways [3] [4] [5] , haemodynamic intolerance during the VT ablation procedure, and ambiguities in correlating electrical maps with heart anatomy 6 . Furthermore, the complex 3D pathways of cardiac impulse propagation around/through the zone of infarct during VT are often difficult to reconstruct by mapping the ventricular surfaces only 7, 8 . These limitations could translate into inaccurate ablation targets and extensive lesions, and could prolong the duration of the procedure (4-12 h), potentially increasing the risk of complications and radiation overexposure 9, 10 .
Here we present the proof of concept of a 'virtual heart' methodology for determining the optimal targets for infarct-related VT ablation that completely eliminates the need for invasive electrical mapping. We call this non-invasive approach 'virtual-heart arrhythmia ablation targeting' (VAAT). The approach is based on cardiac imaging and computational modelling, and is personalized to each patient. Similarly to our previously developed 'virtualheart arrhythmia risk prediction' (VARP) approach 11 for stratifying patients at risk of sudden cardiac death, the new VAAT technique involves constructing 3D computer models of patients' hearts (ventricles) from clinical magnetic resonance imaging (MRI) data and executing simulations to evaluate the patient-specific VTs. In the current study, the virtual-heart simulation strategy is further developed and applied in a different clinical arena: the non-invasive planning and guidance of the clinical procedure of VT ablation. With the VAAT approach, once all patient-specific VTs are evaluated, we determine automatically (using an algorithm) the optimal ablation targets that render, with minimum lesion size, each heart not inducible for VT from any ectopic site. In a significant departure from all current VT ablation procedures, the VAAT approach targets termination not only of VTs that are clinically manifested or induced at the time of procedure, but of all VTs that could arise from the given post-infarction substrate, including those that might arise following initial ablation, thus potentially eliminating the need for repeated ablations and offering long-term freedom from VT. In addition to automatically determining the ablation targets, VAAT overcomes significant additional technical challenges in combining virtual-heart output with the clinical electroanatomical navigation system, and represents the first direct integration of computational modelling in cardiac patient care.
Described in the paper are the animal (n = 5) and human (n = 21) retrospective studies, and the proof-of-concept prospective patient study (n = 5), that illustrate the utility of VAAT to noninvasively determine the optimal ablation targets.
overview of VAAT
The arrowed steps in Fig. 1a summarize the VAAT method, as we envision it for guidance of the clinical procedure of infarct-related VT ablation. First, an individualized geometric model of the postinfarction ventricles is reconstructed from late-gadolinium-enhanced (LGE)-MRI, as previously described 11, 12 , with representations of both scar and infarct border zone (termed the grey zone). Determining the personalized fibre orientations using a validated approach 13 completes geometric reconstruction. Region-specific cell and tissue electrical properties are then assigned to the geometric model. To determine all VT reentrant pathways that the infarct-remodelled ventricular substrate can sustain, we conduct a virtual multi-site delivery of electrical stimuli (pacing) from a number of bi-ventricular locations, each attempting to elicit VT from a site positioned differently with respect to the infarct. The methodology for evaluating the VTs in post-infarction heart models has been previously presented and validated in an arrhythmia risk prediction clinical study involving 41 patients 11 . The next step in the VAAT method determines the minimumsize (optimal) ablation lesions in each personalized virtual heart that render it no longer inducible for VT from any pacing location. These optimal targets are determined using an automatic algorithm we developed recently 14 . The algorithm represents reentrant wave propagation associated with each of the inducible VTs in the given heart model as a flow network, and identifies the smallest amount of tissue that, when eliminated from the network, disrupts and terminates the flow. The algorithm was validated in a retrospective study in patients with atypical atrial flutter 14 , and this is its first application to ventricular arrhythmias.
Once the VAAT ablation lesions are calculated, they are incorporated back in the corresponding virtual-heart model and the VT inducibility protocol is repeated to assess whether VT is inducible from any of the pacing sites. Should a new VT arise in the modifiedby-ablation ventricular substrate, the VAAT protocol is repeated until complete VT non-inducibility is achieved. The resulting set of ablation lesions represents the targets that will be directly approached during the clinical procedure, without any electrical mapping. The set of VAAT ablation lesions is expected to result in the complete elimination of the ability of the infarct-remodelled ventricular substrate to sustain VT. purple circles correspond to in silico predicted ablation targets on the ventricular endocardial surface; CARTO XP ventricular geometry from post-ablation CT scans co-registered with the MRI-based model for comparison of the predicted ablation targets with experimental mapping-based endocardial ablation locations, where red dots correspond to location of the tip of the catheter during ablation. The panel frame colours correspond to the protocol steps outlined in a. Non-injured, scar and grey zone tissues and VAAT ablation targets are shown in red, yellow, grey and purple respectively. The colour scale indicates activation times for column 2; black indicates tissue regions that did not activate.
In the prospective study, VAAT is executed during the brief time interval between the acquisition of patient MRI and the clinical ablation procedure (< 24 h). Once calculated, the set of predicted ablation targets are exported, then uploaded and coregistered in the clinical electroanatomical navigation system before the procedure commences.
A full description of the VAAT methodology is provided in the Methods.
VAAT proof-of-concept studies
The capability of VAAT to non-invasively determine the ablation targets that eliminate all infarct-related VTs with minimum lesions was illustrated in retrospective and prospective studies ( Fig. 1a ).
A retrospective animal study (swine model, n = 5) showed that VAAT is able to reproduce successful mapping-based ablation outcomes but with reduced lesion size, and provides superior targets when mapping-based ablation failed. For the two cases of successful experimental ablation (swine 1 and 2; Fig. 1b top and Supplementary Fig. 1 , respectively), VAAT lesions were in the same regions as experimental lesions (red dots mark the ablation catheter tip, visible in computed tomography (CT) scans), highlighting the predictive capability of the virtual-heart approach. Analysis of postablation MRI scans showed significant difference in lesion volumes between experiment and VAAT (swine 1, 0.39 cm 3 vs 0.19 cm 3 ; swine 2, 0.37 cm 3 vs 0.28 cm 3 ). In the remaining animals (swine 3 to 5, Fig. 1b bottom and Supplementary Fig. 1 ), mapping-based lesions that failed to terminate VT were located away from the locations of the VAAT targets that eliminated the VTs (see Supplementary Table  1 
for simulated lesion volumes).
Two retrospective human studies (n = 21 total) in patients that had undergone pre-procedure LGE-MRI and successful infarctrelated VT ablation were then undertaken to demonstrate that VAAT lesions fall within the areas ablated clinically. The first study was in patients without implantable cardioverter defibrillator (ICD) devices (n = 16). Four cases are shown in Fig. 2 and another 10 are presented in Supplementary Fig. 2 . Fig. 2 (third and fourth columns) shows that in patients 2-4, the predicted lesions (see Supplementary  Table 2 for calculated lesion sizes in all 16 patients) were smaller than the clinical lesions (compared to the extent of endocardial surface enclosing ablation catheter tip locations in the electroanatomical navigation (CARTO) maps; each lesion is of typical size 15 : 6.7 × 9.4 × 3.4 mm 3 , that is, 0.21 cm 3 ).
Since the majority of patients who undergo infarct-related VT ablation have ICDs, which impose image artefact, we conducted a second human retrospective study (n = 5) to asses the feasibility of determining the optimal infarct-related VT ablation targets in patients with ICDs despite the artefact burden, thus broadening the clinical utility of the VAAT approach. For this purpose, we developed an enhanced model generation methodology (see Methods and Supplementary Fig. 3 ) applicable for cases where the ICD artefact did not cover the LGE regions. Of the five randomly selected patients with ICDs, two had a negligible myocardial artefact burden, while in the remaining three the artefact ranged from 46 to 62%.
LGE regions indicative of infarct-related structural remodelling were identifiable outside of the ICD artefact in all five cases. In this retrospective study, simulations were conducted blind to the clinical data. For all patients, targets predicted by VAAT generally corresponded to clinical lesions ( Fig. 3 presents the ablation results for two patients, with Supplementary Video 1 showing VT in one; the rest are shown in Supplementary Fig. 4 ), but were smaller in size; myocardial burden artefacts and simulated lesion sizes are presented in Supplementary Table 3 . Note that in patient 1, the clinical ablation lesion known in this case to have resulted in acute VT termination and the VAAT lesion fully coincided. In this patient's clinical procedure, the infarct scar was additionally encircled with lesions targeting the grey zone in an attempt to prevent VT recurrence; VAAT demonstrated that this lesion was sufficient to eliminate the arrhythmogenic propensity of infarct substrate. This retrospective patient study showed that despite the ICD artefact, in cases when the ICD artefact does not obscure the zone of infarct, the VAAT approach could non-invasively predict the optimal VT ablation targets and thus be used to guide clinical ablation. We next embarked on a prospective human study (n = 5) at two different clinical centres, the University of Utah (three patients, January 2015 to December 2016) and the University of Pennsylvania (two patients, November to December 2017), to assess the feasibility of VT ablation that directly targets sites predicted by the VAAT approach, without prior intracardiac mapping. The prospective study also served to determine whether the VAAT protocol could be executed within the relevant clinical timeframe. Figure 4 presents two cases, one from each clinical centre, of successful VAAT-guided ablations in a post-infarction patients with inducible sustained VT. Model-generated ventricular images with the VAAT targets were imported into the clinical electroanatomical navigation system ( Fig. 4) , so that the ablation catheter could be directly steered towards the targets. After ablation of the VAAT targets, a clinical VT inducibility pacing protocol (see Methods for details on the clinical protocol) was executed to confirm that VT was no longer inducible. Activation maps of the two VT morphologies in a Utah patient are shown in Fig. 4b , and Supplementary Fig.  5 and Supplementary Video 2 present transmembrane potential maps over time for one of the two induced VT morphologies in this patient. The patient has since remained VT-free, over the 23-month follow-up period. Similarly, in another patient at the same centre, VT was also inducible, and the VAAT-predicted sites were directly ablated. However, the patient went into ventricular fibrillation following the procedure and had to be cardioverted. Nonetheless, following the VAAT-driven ablation, the patient has since remained VT-free, over the follow-up period of 21 months. In the third patient, despite the presence of scar tissue on the MRI, the model predicted that VT would not be inducible. This matched the clinical outcome, as infarct-related VT was indeed not inducible during the electrophysiological study despite the patient's history of myocardial
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Fig. 3 | Results from the retrospective human study in patients with ICDs.
Representative examples of in silico models and predictions from two patients. The myocardial wall artefact burden was 59% and 46% for patients 1 and 2, respectively. a, LGE MRI scans with ICD artefact burden and reconstructed ventricular models with different remodelled regions. b, Electrical activation maps of the infarctrelated VTs on the epi-or endocardial surfaces (chosen for best visualization). White arrowheads indicate the direction of VT propagation. The colour scale indicates activation times and black indicates tissue regions that did not activate. c, Co-registration of ventricular model surfaces and the VAAT ablation targets (purple) with the CARTO endocardial surfaces (blue) showing clinical ablation locations corresponding to red dots representing locations of the tip of the catheter during ablation. The CARTO endocardial surfaces show the left ventricle for patient 1 and the right ventricle for patient 2 co-registered with the corresponding MRI shells obtained in the corresponding individuals at the time of their clinical procedure. In patient 1, the predicted ablation target overlapped with the clinical lesions at the same location. The clinical ablation also identified extensive lesions at the periphery of the infarct (the grey zone). In patient 2, the VAAT lesion was within the area ablated clinically. Non-injured, scar and grey zone tissues and VAAT ablation targets are shown in red, yellow, grey and purple, respectively. infarction; instead, the sustained wide-complex tachycardia was found to be supra-ventricular tachycardia with aberrancy.
Among the two prospective patients undergoing ablation at the University of Pennsylvania, one was not inducible for VT in the clinic. VAAT predicted VT non-inducibility before the clinical procedure; the model was not inducible for VT despite the presence of scar tissure/grey zone. In the other patient, the VAAT targets were successfully ablated and VT terminated. Two VT morphologies in this patient are shown in Fig. 4f , with targets in Fig. 4g , and co-registration of VAAT targets and ablation catheter tip locations during the procedure (Fig. 4h) . The prospective human studies demonstrated that a simulation-driven VT ablation procedure is feasible within the clinical workflow and timeline, and that it can be executed at different clinical centres.
Discussion
This study presents VAAT, a virtual-heart approach to predict the optimal targets for infarct-related VT ablation. The approach could eliminate the need for invasive electrical mapping during the clinical procedure. VAAT determines the ablation targets non-invasively, on the basis of a comprehensive evaluation of all 3D VT reentrant circuits that the infarct-remodelled substrate can support. The targets are calculated by an algorithm that determines the minimum amount of tissue that, when rendered non-excitable, eliminates all VTs-not only those manifested clinically or induced during the procedure, but also those VTs that could arise if the arrhythmogenic propensity of the substrate was not fully eliminated during the initial ablation. The VAAT approach could thus have the potential to not only guide infarct-related VT without prior electrical mapping, but to also eliminate the need for repeated ablations, offering longterm freedom from VT.
Here we describe the conceptual underpinning of the approach, and present comparisons of VAAT lesions with retrospective experimental (5 animals) and clinical (21 patients) ablation lesion data. As the lesion data are retrospective, and represents information about all lesions inflicted during the clinical procedure, such a comparison serves to primarily demonstrate VAAT lesion location correspondence and lesion size advantage. The promising results from the proof-of-concept prospective studies (5 patients) at two clinical centres demonstrate the feasibility of conducting a large prospective patient study, and underscore the VAAT potential for translation to the clinic for guidance of VT ablation in patients. Should the capability of the VAAT approach be demonstrated in such prospective studies, VAAT holds the promise to radically change infarct-related VT ablation, engendering swift and precise delivery of ablation without prior electrical mapping, and eradicating all possible VTs the substrate can sustain, thus eliminating or at least reducing the need for redo procedures. This could result in a dramatic improvement in the efficacy of and tolerance for the therapy, as well as in the reduction of post-procedure complications. Finally, since early use of VT ablation post-infarction has been shown to result in much improved patient outcomes (SMASH-VT trial) 16 , an accurate and easily executed VT ablation will lead to significant widening of the therapeutic potential of the procedure: the latter could become firstline therapy for infarct-related VT, in contrast to its current use only after drugs have failed.
Notably, the VAAT approach bypasses the need to establish the entity targeted by ablation, whether the latter is a channel in the scar 17, 18 , part or all of the grey zone 19 or one or more reentrant drivers 20 . Additional utility of the approach is derived from the fact that it could inform the operator whether the approach to the target(s) is endo-or epicardial, as these require different anticoagulation set-ups, thus providing additional money and time savings, and decreasing radiation and associated complications. Importantly, since the predicted targets are 3D, they may not always be fully reachable via an endo-or epicardial approach; in such cases, we envision re-computing the targets, taking into account that a given portion of the initial predicted target will need to remain excitable.
The VAAT approach could be extended 21 to the rapidly increasing population of patients with non-ischaemic cardiomyopathy, where myocardial structure incorporates distributed fibrosis/ scar tissue, and to patients with arrhythmias secondary to surgical repair in congenital heart disease, such as Tetralogy of Fallot. Furthermore, since VAAT is based on a simulation method representing processes from the molecular to the whole organ, it could be potentially modified to input patient-specific genetic and pathophysiological data, and thus its application could be broadened to arrhythmias arising from cardiac diseases of various aetiologies. Integrating image-based computational modelling into treatments for heart rhythm disorders could thus advance personalized approaches to heart disease.
Methods

MRI datasets and experimental protocol of the retrospective animal study.
The retrospective animal study (swine model, n = 5) was conducted to demonstrate that the VAAT methodology was able to reproduce successful mapping-based ablation outcomes but with reduced target size, and to provide superior alternative targets when mapping-based ablation failed. The details of both in vivo MRI acquisition and the electrophysiology study (EPS) in these animals have been previously described 22 . In brief, myocardial infarction was induced via occlusion of the mid-left anterior descending coronary artery. All animals were ~2 months old, with weight ranging from 18-23 kg, and 2/5 were male. Four weeks after occlusion, high-resolution in vivo cardiac MRI (3.0-T scanner, Achieva, Philips Medical Systems) with LGE was acquired at a resolution of 976 × 976 × 4,000 µ m 3 . A CT scan was also acquired. One day after image acquisition, the animals underwent a traditional EPS with intracardiac mapping to determine the infarct-related VT targets and perform ablation guided by the CARTO XP electroanatomic mapping system (Biosense Webster). Seven to nine days post-ablation, a follow-up EPS was conducted to determine if ablation resulted in VT non-inducibility. In two of the five swine hearts, ablation succeeded and VT remained non-inducible; in the other 3, ablation failed. A post-ablation in vivo LGE-MRI was also performed at that time to document the actual extent of the ablation lesions.
Clinical MRI datasets and protocols of the retrospective patient studies. Both human retrospective studies (n = 21 total), with and without ICDs, included patients whose pre-ablation cardiac LGE-MRI showed myocardial scar tissue (on a 1.5-T scanner, Avanto, Siemens Medical Solutions; resolution ~1.5 × 1.5 × 10.2 mm 3 ). All the patients underwent the standard EPS (voltage and pace mapping) to determine the locations of the ablation targets and (successful) ablation of the infarct-related VTs under the guidance of a CARTO 3D electroanatomical mapping system. Radiofrequency ablations were performed at the target regions during sinus rhythm. If non-clinical VT morphologies were inducible, those were also ablated; all the clinical ablation lesions executed during each procedure are shown in the corresponding figures. After completing ablation, programmed stimulation was repeated to determine inability to induce VT. Acute success was defined as the inability to induce clinical VT at the end of the procedure. The first human retrospective study involved 16 patients, all without ICDs (so that myocardial wall was not obscured in MRI), with the aim to compare the VAAT targets with the clinical lesions and determine whether the VAAT prediction fell within the areas ablated clinically. Eight of these patients were referred for catheter ablation of VT at the Johns Hopkins Hospital in the period between July 2006 and April 2013; the MRI data used in this study have been previously published 23 . The mean patient age in this retrospective study was 64.4 ± 9 years, the mean left ventricular ejection fraction (LVEF) was 38.4 ± 12%, and the cohort was 87.5% male. The other 8 patients were referred for catheter ablation of VT also at the Johns Hopkins Hospital in the period between November 2010 and October 2017; their MRI data have not been used for model reconstruction in any previous study. Results from 4 of these patients are shown in Fig. 2 . The mean patient age in this group was 64.1 ± 15.5 years, the mean LVEF was 31.1% ± 16.4%, and the cohort was 75% male.
In the second retrospective study, 5 patients with ICDs were chosen randomly to demonstrate that VAAT could also be used to predict ablation targets in such patients; these patients were referred for catheter ablation of VT at the Johns Hopkins Hospital between December 2010 and November 2013. The mean patient age was 54.2 ± 9.3 years, the mean LVEF was 39 ± 13.8%, and the cohort was 100% male. ICD artefact burden in the MRIs of these patients ranged from 0-62% of myocardial volume but did not cover the LGE regions (see the main text for details).
For clarity, in this paragraph we reproduce parts of the section on 'EPS and ablation' from our previously published paper 23 . All patients underwent the standard EPS and ablation of scar-related VT under the 3D CARTO guidance during sinus rhythm. After ablation, programmed stimulation was repeated. Acute success was defined as the inability to induce clinical VT at the end of the procedure. If non-clinical VT morphologies were inducible, those were also ablated.
The Johns Hopkins Institutional Review Board (IRB) approved sharing of de-identified patient data with the modelling team for the retrospective study. Given the retrospective nature of the study, the IRB did not require patient informed consent.
Prospective patient study. The prospective study enrolled patients with infarctrelated VT at the University of Utah and the University of Pennsylvania with the goal to demonstrate feasibility of using the non-invasive VAAT approach to guide clinical ablation. All patients had VT, and were referred for ablation; they all underwent LGE-MRI. At the University of Utah, three patients were targeted for ablation between January 2015 and December 2016. The mean patient age was 66.6 ± 9.9 years, the mean LVEF was 40 ± 6.6%, and 2/3 patients were male. At the University of Pennsylvania, two patients were targeted for ablation between October and December 2017. The mean patient age was 73.5 ± 3.4 years, the mean LVEF was 33 ± 4.4%, and the cohort was 100% male.
At both clinical centres, during the ablation procedure VT was induced by programmed electrical stimulation. VAAT-predicted ablation site(s) were then imported in CARTO (see below for import and merger methodology details). Ablation was then targeted to these sites using an irrigated thermocool ablation catheter. After ablation, VT non-inducibility was verified by repeating programmed electrical stimulation. The protocol was approved by the Institutional Review Boards of the University of Utah Health Sciences Centre and the Hospital of the University of Pennsylvania. All patients enrolled gave informed consent.
VAAT approach. Heart structural model construction. Both animal and human models of 3D ventricular structure were reconstructed from the cardiac LGE-MRI data. The procedure is described in full detail in our recent publication on arrhythmia risk stratification in patients with myocardial infarction 11 . Briefly, for each heart, the myocardial boundaries in the MRI stack were contoured and the 3D ventricular wall geometry was reconstructed using a method based on variational implicit functions interpolation used previously by our team and validated with clinical data 12 . To represent the geometry of the infarct in each ventricular geometrical model, myocardial regions were classified as infarcted and non-infarcted areas by means of signal thresholding 11 . Each infarct region was further classified into scar and grey zone tissue using a full-width half-maximum (FWHM) approach that has been validated previously 24 . The 3D geometries of the infarct zones were reconstructed and merged with the corresponding ventricular geometry reconstruction.
Construction of ventricular models from LGE-MRI scans of patients with ICDs involved additional processing steps to overcome the presence of artefact in the image. Following segmentation of the ventricular wall portion unobstructed by the shadow, we extrapolated the ventricular boundaries into the area occluded by the ICD artefact. Within the reconstructed ventricular wall, myocardium covered by the ICD shadow was delineated from unobstructed myocardium on the basis of the 3D radial distance from the ICD ( Fig. 3 and Supplementary Figs. 3 and  4) . Outside of the shadow, standard image processing classified the myocardium as non-infarcted, scar or grey zone tissue, based on pixel intensity, as described above. The ventricular wall within the region of ICD shadow was assumed to have non-infarcted tissue properties, as it was outside of the zone of infarct. The burden of ICD artefact in the ventricular wall in each of the 5 patients is presented in Supplementary Table 3 .
Generating the computational meshes and assigning fibre orientation. For both animal and human heart models, finite-element ventricular meshes were generated as described previously 11, 25, 26 , with an average resolution of 350 µ m; ventricular models thus comprised of ~4 million nodes. The choice of finite element size was dictated by the need to resolve wavefront propagation in the simulations while simultaneously minimizing computational expense 11, 27, 28 .
Finally, fibre orientations, specific to the individual geometry of the ventricles, were assigned to each ventricular computational mesh on a per-element basis (as in our previous publications 11, 26, 29 ) using an efficient rule-based approach that we developed and validated 13 . This fibre orientation methodology uses the Laplace-Dirichlet method to define transmural and apicobasal directions at every point in the patient-specific ventricles. It then employs bi-directional spherical linear interpolation to assign fibre orientations based on a set of fibre orientation properties (rules). After fibre orientation was assigned to the elements in the ventricular mesh, the corresponding 'masks' of infarct scar and grey zone tissue were superimposed. Additional detail can be found in our recent publication 11 .
After fibre orientations were assigned, the corresponding grey zone and scar 'masks' are superimposed. Grey zone fibre orientations did not incorporate any changes in fibre orientation in that region (although there are changes in grey zone conductivity and anisotropy; see below). The justification of this representation is based on a recent study 30 that used sub-millimetre-resolution diffusion tensor and LGE-MRI on a clinical scanner to examine the detailed organization of the infarct structure in the ventricles. The study demonstrated preservation of primary eigenvector (fibre) orientation at the thinned region of infarct in both human and porcine hearts.
Altogether, reconstruction of each patient heart took up to 8 h.
Electrophysiological modelling. Details regarding electrophysiological modelling in the swine hearts can be found in our recent paper 29 . Details on all aspects of human ventricular electrophysiological modelling in myocardial infraction is presented in another of our recent publications 11 . Briefly, for all heart models, both animal and human, once the 3D finite-element ventricular mesh was generated, regionallyuniform cell and tissue electrophysiological properties were assigned to the three regions outlined in the virtual heart from the LGE-MRI scans: scar, grey zone and non-infarcted tissue. All finite elements that belonged to the scar region were considered electrically non-conductive. In the patient-specific heart models, finite elements that belonged to non-infarcted tissue and grey zone were assigned human ventricular cell action potential dynamics 31 ; a different action potential model was used in the animal study 29 . Modifications to the ionic model based on experimental recordings were implemented to represent electrophysiological remodelling in the grey zone 11, 29 . Overall, the grey zone action potentials were characterized by a longer duration, decreased upstroke velocity, and decreased peak amplitude compared to those in the non-infarcted myocardium, similar to what has been previously reported 32, 33 . Specifically, as described in the animal model study 23 , action potential remodelling in the grey zone was implemented by decreasing the original action potential parameters as follows: peak sodium current to 38%, peak L-type calcium current to 31%, and peak potassium currents I Kr and I Ks to 30 and 20%, respectively. The human action potential model in the patient studies was similarly modified to represent electrophysiological remodelling in the grey zone, based on experimental data, as described in our previous patient study 11 : 62% reduction in peak sodium current, 69% reduction in L-type calcium current and a reduction of 70 and 80% in potassium currents I Kr and I Ks , respectively. Tissue properties representing animal or human ventricular cell-to-cell electrical communication were also assigned to the non-infarcted and grey zone regions, as described previously 11 ; the grey zone region was characterized by a decrease in transverse conductivity to reflect connexin-43 remodelling in the infarct border zone. Similar to the latter study, the values of the non-infarcted tissue conductivities used here were 0.255 and 0.0775 S m −1 in the longitudinal and transverse directions, respectively.
Simulation of electrical activity and numerical aspects.
The propagation of electrical activity in a virtual heart was simulated by solving, using the finite-element method, a reaction-diffusion partial differential equation, representing the spread of current in the ventricular myocardium, together with the ordinary differential and algebraic equations representing myocyte membrane dynamics at each node in the mesh 27 . Simulations of electrical activity in the patient-specific heart models were executed in a monodomain representation of the myocardium using the software package CARP (Johns Hopkins University, University of Bordeaux and University of Graz) on a parallel computing system 27, 34 . The system of equations was solved with a time step of 25 µ s. Full details regarding the simulations of electrical activity in the heart models is found in our recent publication 11 as well as in a number of earlier publications from our team [35] [36] [37] .
VT induction protocol. Each individualized ventricular model was subjected to pacing from multiple bi-ventricular locations in an attempt to elicit reentrant arrhythmias, thus revealing the potential of the disease-remodelled ventricles to cause degeneration of electrical signal propagation into arrhythmic activity following premature beats that originate at different locations in the heart. The protocol used here is identical to that in the VARP approach in our previous study 11 , with the exception of the larger number of pacing sites used here. Each virtual heart was paced from 26 uniformly distributed (basal, medial, apical, lateral, septal, posterior and anterior) locations, 9 on the right ventricular endocardium, and 17 on the left ventricular (LV) endocardium, the latter one in each of the AHA LV segments 38 . The rationale for choosing a large number of pacing sites was based on clinical studies, which have shown a positive correlation between the number of pacing sites and inducibility of ventricular arrhythmia 39, 40 . The distribution of pacing sites throughout the ventricles ensured that the protocol covered a large range of possibilities for potential sites at which ectopic foci could emerge and captured all the possible arrhythmias that could arise from the given infarct morphology, and not only the one that was clinically manifested. Further increase in the number of pacing sites did not uncover more unique VTs. All pacing sites were assigned in the model automatically using an approach described previously 41 .
The pacing pulse trains were the same as in our previous studies 11, 26, 29 and consisted of 8 pacing stimuli (S1) at a cycle length of 600 ms for the human models and 300 ms for the swine models. A premature stimulus (S2) was delivered 250 ms after S1. If S2 did not result in the generation of reentrant arrhythmia, the S1-S2 interval was shortened, in 10 ms steps, until arrhythmia was induced or the S2 failed to capture the tissue. If arrhythmia was not induced, an additional S3, and if necessary S4, were delivered in the same fashion as S2 (initially delivered 250 ms after previous stimulus and then shortened until arrhythmia was induced or the stimulus failed to capture). In all simulations, the size of the pacing electrode was 1 × 1 × 1 mm 3 , injecting transmembrane current. Simulations were monitored to ensure that in each case an excitation wave was initiated and propagated away from the pacing location.
To ensure computational tractability of the study, each simulation run calculated ~7 s of electrical activity in the ventricles (corresponding to about 7 h execution time), the first 5 s of which was the pacing protocol, and the remaining 2 s represented the post-pacing period used to detect the presence of arrhythmia. Arrhythmias were considered persistent if they did not self-terminate over the 2 s period. Initial simulations analysing 5 s post-pacing activity in heart models demonstrated that arrhythmias that persisted for 2 s did not self-terminate after another 3 s. This behaviour is consistent with the deterministic nature of the model; the 7 s of total simulated activity also ensures turnaround time of < 24 h per patient in the prospective human study.
Individual reentrant arrhythmia periods in the simulations here could not be compared to those of the reentrant circuits induced during mapping in the human retrospective studies since the pacing sites in the virtual heart were at locations different from those of the clinical pacing sites. Importantly, simulations preliminary to this study demonstrated that changes in human action potential duration and conduction velocity within physiological boundaries changed the cycle length of the reentrant arrhythmia in a given heart model. However, the location of the organizing centre of the arrhythmia (often isthmus or grey-zoneanchored phase singularity 26 ) remained the same or nearly the same, as it was predominantly determined by the individual distribution of scar and grey zone. Indeed, for patient-specific models with structural remodelling, in simulations with ± 20% of the normal magnitude of the potassium current I K1 or the calcium current I CaL (resulting in action potential duration variation of ± 25 ms) and ± 30% variation in tissue conductivity (resulting in conduction velocity variation of ± 10 cm s −1 ), we found that the exact locations of the phase singularities varied only by ≤ 0.2 cm on average. These findings underscore the feasibility of ablation target prediction using patient-specific myocardial infarcted heart models reconstructed from patient LGE-MRI scans that incorporate average human electrophysiological properties (and thus do not require invasive electrophysiological measurements in the given patient for model parameter input).
Validation of the electrophysiological modelling of pacing-induced arrhythmias in the post-infarction ventricles. The approach used here to construct a model of the post-infarction ventricles by thresholding the infarct into scar and (homogeneous) grey zone tissue has been recently validated with experimental data. In a previous study 29 , sock epicardial electrograms from infarct-related VT, obtained from in vivo swine hearts, were used to demonstrate that ventricular models reconstructed from MRI data of the corresponding hearts were able to predict fairly accurately the morphology of each VT reentrant circuit and its organizing centre (for example, isthmus). These results indicated that small heterogeneities in grey zone tissue and the Purkinje system, and additional regional electrophysiological heterogeneities, play a secondary role in determining inducibility and organization of VT; primary influences include the geometrical morphologies of the scar and grey zone, as well as the representation of different electrophysiological properties in non-infarcted tissue and grey zone. These findings are consistent with those published previously 26 , which described a parameter sensitivity analysis of the grey zone model representation. That study found that the inclusion of small scar heterogeneities with density within physiological range did not alter inducibility of infarct-related VT. These studies provided the initial justification for the electrophysiological modelling approach in this study.
The virtual-heart approach used here was recently validated in a human retrospective study 11 of 41 post-infarction patients who underwent ICD implantation. Patients were followed for the primary endpoint of appropriate ICD firing due to ventricular arrhythmia or cardiac death for 4.8 ± 2.9 years. Blind to the clinical outcome, the virtual-heart approach assessed sudden cardiac death risk by determining VT inducibility in the patient-specific heart models following pacing from sites distributed throughout the left and right ventricles. The virtual heart test significantly outperformed several existing clinical metrics in predicting future arrhythmic events, validating the predictive capability of the modelling approach employed in the present study.
Finally, we are currently conducting an additional validation of our patientspecific modelling methodology in an ongoing clinical trial in patients receiving an ICD. An abstract of this study has been already published 42 .
Approach to automatically determine the optimal VT ablation targets. We developed an approach to automatically identify, based on the simulated reentrant circuits, the optimal ablation targets for each VT morphology. The methodology was recently described and validated in patient-specific models of atypical left atrial flutter (LAFL) 14 , including comparisons with clinical ablation lesions that terminated LAFL. For clarity, in this and the next paragraph we reproduce parts of the section 'Identification and ablation of minimum cuts in reentrant wave propagation' from one of our earlier papers 14 . In this approach, we represent wave propagation during each cycle of reentry as a flow network. A flow network is a mathematical graph that abstracts directional movement between interconnected objects. Interconnected objects are represented as vertices in a graph; links between adjacent pairs of vertices, where flow can pass through, are called edges; and the maximum possible flow between two adjacent vertices is termed edge capacity.
In this study, each vertex in the flow network corresponded to an element in the LGE-MRI-derived geometric model. Two vertices in the network were defined to be adjacent to each other if they (1) corresponded to elements that shared a common face and (2) if the difference in activation time between these elements was < 20 ms. An edge in the flow network corresponded to the shared face between adjacent vertices. The capacity of a network edge was defined to be equal to the cross-sectional area of the corresponding face.
The 'minimum cut' (MC) in a flow network represents the number of edges that, when removed, separate the 3D network into 2 disconnected components.
Here it was determined using the Boykov-Kolmogorov algorithm 43 . The tissue that comprises each minimum cut represents the in silico equivalent of the minimal set of ablation lesions needed to terminate VT. In silico ablation was performed by rendering tissue within 1 mm of the MC non-excitable. The VT induction protocol was then repeated to establish that VT was no longer inducible. If a new VT arose after implementing the calculated ablation lesions, then additional targets corresponding to that VT were calculated. The protocol was repeated until VT was no longer inducible.
Examples that illustrate the advantages of the MC approach, highlighting its 3D nature, can be found in our earlier published study 14 (see the supplementary material of that paper). Importantly, the use of the MC algorithm bypasses the need to establish in each patient what constitutes an ablation target, whether channels in the scar 17, 18 , part of or the entire grey zone 19 , or reentrant drivers 20 . Finally, as already discussed in the main text, as the predicted targets are 3D, they may not be reachable in every patient via a particular endo-or epicardial approach; in such cases, we envision the targets to be re-calculated, taking into account that a given portion of the initial predicted target will need to remain excitable.
Merger of VAAT predicted targets with CARTO electroanatomical map in the prospective patient studies. To guide the ablation using the VAAT approach, the predicted targets had to be imported into the CARTO electroanatomical mapping system (CARTO 3, BioSense Webster) during the clinical procedure. To do so, we extracted the predicted targets from the virtual heart model on surface meshes and exported them into CARTO as virtualization toolkit (VTK) files (Kitware), ensuring that the resulting files are compatible with the CARTO system. To register the VAAT targets to the patient heart during the clinical procedure, additional landmarks from the patient's virtual heart geometric model were required for the registration process; the latter was performed with CartoMerge within the electroanatomical navigation system. The following surfaces were also extracted from the patient's virtual heart model, to serve as landmarks: left ventricular endocardium, left ventricular apex, right ventricular endocardium, epicardium and infarct surfaces. Additional surfaces segmented and used as landmarks included the aorta, the left aortic cusp and the right aortic cusp. All surfaces were exported as VTK files and imported into the CARTO system at the beginning of the clinical ablation procedure. The registration process performed with CartoMerge aligned the coordinates of the left ventricular apex and left and right aortic cusps of the model landmarks to the coordinates of the left ventricular apex and left and right aortic cusps of the surfaces created with the intracardiac ultrasound catheter during the procedure. This landmark-based registration superimposed the virtual heart model landmarks, including the VAAT targets, to those of the patient heart. This enabled the clinician to navigate the ablation catheter to the VAAT targets accurately. After the procedure, the CARTO study, which included the CARTO clinical electroanatomical surfaces and the ablation lesion locations registered to the patient's virtual heart model were exported for analysis. The exported files were converted to VTK files, and Paraview (Kitware) was used for visualization and comparison of the VAAT targets with the clinical ones.
The mean and standard deviation of the distance between the registered CARTO surface and the model LV endocardium was 5.77 ± 4.23 mm.
Uncertainty in target predictions and limitations of the VAAT approach.
The VAAT strategy involves the use of personalized geometry and distribution of structural remodelling, but it is not personalized with respect to the electrophysiology of the patient. We use the same pre-determined 'average' electrophysiology modelling to represent non-infarcted tissue and grey zone in all of our patient-derived models. An ideal option would be to use personalized electrophysiology in each model, however acquisition of such personalized information would most likely be invasive, in contrast to the VAAT approach, which offers a non-invasive prediction of the ablation targets. Thus, the VAAT-predicted ablation targets have a level of uncertainty associated with the fact that pre-determined electrophysiology is used. One could potentially endeavour to re-calculate, as part of the VAAT workflow, the predicted patient-specific ablation targets with different pre-determined electrophysiology and then examine the differences in the resulting targets, if any. However, this is currently impossible within the clinical workflow, because of the short time window to conduct the simulations, that between clinical LGE-MRI acquisition and the ablation procedure; hospital workflow necessitates cardiac MRI acquisition the day before procedure. The issue is further exacerbated by the fact that as part of VAAT, in silico ablation with the predicted targets is also conducted and the model paced again from all pacing sites to examine VT inducibility-this procedure is repeated until the substrate is non-inducible for VT. Thus, to be able to predict the VT ablation targets non-invasively and as part of the clinical workflow, the use of pre-determined electrophysiology, with its potential uncertainty (different for each patient), will need to be retained.
In VAAT, this potential uncertainty is compounded with that associated with co-registration of predicted targets and CARTO images, as described in the previous section. Other limitations of the approach include the fact that clinical LGE-MRI quality could be operator-dependent and thus could include uncertainty in image processing of scar and grey zone. Despite the presence of some level of uncertainty, determining the ablation targets non-invasively using VAAT is shown here to be a very promising approach. Although VAAT will most probably not succeed in all patients, we are expecting it to be able to significantly raise the success rate in infarct-related VT ablation. This is similar to our approach to sudden cardiac death risk stratification, VARP 11 ; while we did not correctly predict every patient's clinical outcome, the VARP prediction was significantly (by a wide margin) better than any clinical indices used previously. Overall, should VAAT be successfully tested in larger prospective studies, its adoption is expected to result in significant clinical benefits: (1) avoiding extensive invasive mapping to determine the ablation targets; (2) decreasing potential complications due to the short duration of the procedure; (3) using a more accurate and 3D set of targets (rather than those determined from a surface interrogation) that results in smaller ablation lesions, and (4) decreasing the number of repeated procedures, as VAAT targets incorporate those that would emerge after initial ablation.
Reporting Summary. Further information on research design is available in the Nature Research Reporting Summary linked to this article.
Code availability. The image processing software CardioViz3D can be freely obtained from http://www-sop.inria.fr/asclepios/software/CardioViz3D. The opensource software Seg3D used in grey-level thresholding can be obtained from http:// www.sci.utah.edu/cibc-software/seg3d.html. Computational meshes are generated using the software Simpleware ScanIP, available from Synopsys. The ionic models are freely available from the repository CellML (https://www.cellml.org). Regarding the rule-based approach to assign fibre orientations in the computational mesh, the original publication 13 A description of all covariates tested A description of any assumptions or corrections, such as tests of normality and adjustment for multiple comparisons A full description of the statistics including central tendency (e.g. means) or other basic estimates (e.g. regression coefficient) AND variation (e.g. standard deviation) or associated estimates of uncertainty (e.g. confidence intervals)
For null hypothesis testing, the test statistic (e.g. F, t, r) with confidence intervals, effect sizes, degrees of freedom and P value noted Our web collection on statistics for biologists may be useful.
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Data collection
No software was used in the data-collection component of this study.
Data analysis
The software CARP (ver. 1.8.1) was used to perform all simulations. This software has been extensively used and tested by our group and others. A free version of this software (CARPentry) can be downloaded for academic use at https://carp.medunigraz.at/carputils/. The image-processing software, CardioViz3D (ver. 1.5), can be freely obtained from http://www-sop.inria.fr/asclepios/software/CardioViz3D/. The open-source software Seg3D (ver. 2.4.1) used in gray-level thresholding can be obtained from http://www.sci.utah.edu/cibcsoftware/seg3d.html. Computational meshes are generated using the software Simpleware ScanIP (ver. 7), available from Synopsys. The ionic models are freely available from the repository CellML (https://www.cellml.org/). The ventricular simulations can also be executed using the open-source software CHASTE: http://www.cs.ox.ac.uk/chaste/.
For manuscripts utilizing custom algorithms or software that are central to the research but not yet described in published literature, software must be made available to editors/reviewers upon request. We strongly encourage code deposition in a community repository (e.g. GitHub). See the Nature Research guidelines for submitting code & software for further information.
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Sample size
The number of subjects available for the study was limited by the available experimental and clinical data.
(1) Retrospective pig study -All 5 pigs for which experimental data was collected in [22] were used in this simulation study.
(2) Retrospective human study -21 patient-specific heart models, from patients that underwent clinical ablation were used in this study. Of those, 16 were without ICDs and 5 were with ICDs. The patient clinical LGE-MRI scans were of sufficient quality to construct a virtual heart model.
(3) Prospective human study -A prospective study of 5 patients was conducted, at two different clinical centers. Of these 3 were enrolled in the study at the University of Utah and 2 were enrolled at the University of Pennsylvania. The MRI scans were of sufficient quality to construct a model.
Data exclusions All data generated are presented in the study.
Replication
The numerical stability and reproducibility of the software CARP has been thoroughly tested by our group. Since all models are deterministic, simulation results would be the same when repeated.
Randomization Not applicable because this is a pilot study, not a randomized clinical trial.
Blinding
In the prospective study, the team performing the simulations were only given the patient MRI. No other clinical information was available. In the retrospective patient with and without ICD study, the simulation team was blinded to patient clinical information and outcomes.
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